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FIG. 235.
SOXHLET APPARATUS

1.  Extractor.

2.  Receiving Flask.

3.  Water Bath.

4.  Condenser.

5.  Siphon.

6.  By-pass to Condenser.

7.  Water Inlet to Condenser.

8.  Water Jacket.

9.  Water Outlet from Condenser.

Five mill&itres of milk are placed in the Gerber tube, and to this is added
i ml. of solution No. i. Sufficient of solution No. 2 is then added to the
mixture to fill the tube to the lowest graduation. The whole is well shaken